
Leak test result of 10 chambers

• Results are from running 10 chamber simultaneously with 2 Arduino for around 6 hours

• Leak Rate Unit: 10^(-5) cc/min

FNAL Chamber Leak rate MN Chamber Leak rate

#0 0.06±0.1 #0 0.58±0.1

#1 0.2±0.11 #1 1.30±0.1

#2 0.16±0.1 #2 0.17±0.1

#3 1.07±0.1 #3 1.45±0.1

#4 0.03±0.1 #4 -0.47±0.14


